Electron tomography is an invaluable method for 3D cellular imaging. The technique is, however, limited by the specimen geometry, with a loss of resolution due to a restricted tilt range, an increase in specimen thickness with tilt, and a resultant need for subjective and timeconsuming manual segmentation. Here we show that 3D reconstructions of needle-shaped biological samples exhibit isotropic resolution, facilitating improved automated segmentation and feature detection. By using scanning transmission electron tomography, with small probe convergence angles, high spatial resolution is maintained over large depths of field and across the tilt range. Moreover, the application of compressed sensing methods to the needle data demonstrates how high fidelity reconstructions may be achieved with far fewer images (and thus greatly reduced dose) than needed by conventional methods. These findings open the door to high fidelity electron tomography over critically relevant length-scales, filling an important gap between existing 3D cellular imaging techniques.
INTRODUCTION
A key challenge in life science microscopy is to image large cellular volumes while maintaining sufficient resolution to identify small features in their original cellular context [1, 2] . Within the range of techniques employed for this purpose, electron tomography (ET) offers the highest 3D spatial resolution. Typically, samples are prepared as thin sections, and a series of bright field (BF) transmission electron microscope (TEM) images (projections) are acquired at successive tilt angles. The tilt series of images is then used as input for 3D reconstruction, often using a weighted backprojection (WBP) algorithm [3] . Whilst ET has enabled many new insights into the cellular world, two fundamental limitations still hamper attainment of highly accurate and reproducible results in an automated fashion.
The first limitation is related to the increase in effective sample thickness during tilt series acquisition: as the sample is tilted by angle θ, the projected thickness of a slab-like section increases by a factor of 1/cosθ. This ultimately leads to a reduction in image contrast in BF-3 TEM due to an increase in multiple scattering and inelastic scattering, the latter resulting in image blurring due to the chromatic aberration of the objective lens. Further, the limited depth of field (DOF) of the objective lens may lead to regions of the specimen being out of focus [4] .
Reducing the angular increment between projections at high tilt angles, as in the Saxton scheme [5] , or adjusting the exposure time so that all projections have similar SNR [6] , are two acquisition strategies that may help improve the overall reconstruction quality, but the usable section thickness is still limited. Ellisman and co-workers explored the use of energy-filtered TEM to reduce chromatic blurring, imaging samples up to 3 µm thick and using an automated most-probable loss technique to choose the position of the energy selecting slit [4] .
Alternatively, scanning TEM (STEM) offers advantages such as near-linearity of contrast and high signal-to-noise ratio (SNR), and the potential to reduce beam damage, as reported in [7] [8] [9] . Leapman and co-workers used BF-STEM to image 1 μm thick sections, achieving a resolution similar to that obtained by conventional BF-TEM for sections 300 nm thick [10, 11] .
Although chromatic aberration effects are negligible, STEM images are affected by beam divergence through the sample [10] and thus decreasing the incident convergence angle can lead to an increased DOF and improved 3D resolution. However, at high tilt angles, the thickness of the section may be larger than the DOF and ultimately beam broadening becomes the key factor limiting resolution.
Secondly, the geometry of conventional sample holders and the limited space within the pole piece gap of the TEM objective lens can restrict the tilt range to ca. ±70˚ or less. This leads to a 'missing wedge' of information in Fourier space, and corresponding artefacts in the reconstructions [12] . Segmentation of the reconstruction often needs to be performed in a manual fashion in order to extract features that may appear falsely elongated or faint. This can be laborious and more importantly subjective, leading to possible bias and non-repeatability.
Great effort has been expended in the biological and materials science communities to develop reconstruction methods that address the limited-angle tomography problem. Traditionally, using slab-like specimen geometries, the maximum required and maximum feasible number of projections is recorded following the so-called Crowther criterion for reconstruction resolution and the dose fractionation approach [3] . WBP reconstructions from datasets with a typical tilt range of ca. ±70˚ and an increment of 1˚-2˚ show good delineation of edges, but features with Fourier components in the missing wedge are highly corrupted and make automated segmentation difficult. Iterative reconstruction techniques such as simultaneous iterative 4 reconstruction technique (SIRT) [13] or algebraic reconstruction technique (ART) [14] can improve the reconstruction quality, but missing wedge artefacts are often still evident. Methods have been developed to address these limitations, including reconstruction algorithms such as discrete ART (DART) [15] , regularization using total variation (TV) [16] and second partial derivatives [17] , constrained maximum entropy [18] and equally-sloped tomography [19] ; and post-processing routines ranging from anisotropic nonlinear diffusion [20] and bilateral denoising [21] to template matching tools [22] . Promising results have also been reported with more specific prior knowledge incorporated in such methods, as demonstrated in [23] with a shape-based reconstruction technique, and in [24] with a deformable template included in the template matching routine. However, a statistical evaluation performed in [24] showed that the amount of information extracted from the tomogram was still incomplete due to the missing wedge.
Another approach to the problem is to explore alternative acquisition strategies and specimen geometries. Dual-axis ET [25] , wherein a second, mutually perpendicular tilt series is acquired, helps to minimize reconstruction artefacts by reducing the missing wedge to a 'missing pyramid'. However, it also implies additional electron dose (or, for a fixed total dose, lower dose per image), as well as challenges in aligning and merging the two tilt series to yield an optimum reconstruction [26] . The 'missing wedge' can be eliminated completely if the sample and holder are the correct geometry to enable a complete 180˚ rotation. Barnard et al. [27] fabricated a fully rotatable stage in which a glass micropipette, ca. 2 µm in diameter, was used as a sample support. However, the total sample thickness including the glass was sufficiently large that a 1 MeV microscope was needed to obtain suitable images. In a similar vein, Palmer et al. [28] used carbon nanopipettes (ca. 400 nm in diameter) attached to standard slot grids for cryo-ET at 300kV. Although this approach overcomes the increase of thickness at high tilt angles, as the pipettes were attached to a standard grid, the tilt range was limited to 145.
Focused ion beam (FIB) (coupled with scanning electron microscopy, SEM) is used routinely in materials science for preparing needle-shaped specimens to enable so-called 'on-axis' ET using dedicated tomography holders (e.g. [29, 30] ). In the biological context, FIB has been employed mainly for 3D STEM viewing in the FIB-SEM (e.g. [31] ) and for preparation of TEM lamellae [32] as an alternative to ultramicrotomy, avoiding artefacts such as diamond knife compression and non-flatness of the samples, especially under cryogenic conditions [33] .
Here, we use the needle geometry for on-axis ET of a resin-embedded biological sample. We demonstrate that the method yields reconstructions with isotropic resolution and has the potential to bridge an important gap between ET of thin sections ca. 100 nm thick on the one hand, and FIB-SEM tomography [34] or serial sectioning of samples many microns in thickness [35] on the other. Moreover, the full tilt range dataset is used to show that, with compressed sensing (CS) reconstruction approaches, high fidelity reconstructions can be achieved with undersampled datasets, suggesting the possibility to reduce radiation dose.
METHODS

Section preparation
The sample analysed here comprises a stained resin-embedded portion of the nucleus accumbens shell from a rat brain. A male Sprague-Dawley rat (Harlan Laboratories Srl, S. 137 mM, 2.7 mM KCl, 10 mM Na2HPO4, 2 mM KH2PO4, pH 7.4), 2 % paraformaldehyde and 2 % glutaraldehyde. After perfusion, the brain was removed and post-fixed overnight in the same fixative used for transcardiac perfusion. Coronal brain sections (thickness: 40 μm) of the regions of interest, the nucleus accumbens, were cut according to the rat brain atlas of Paxinos and Watson [36] on ice-cold PBS with a vibratome (LeicaVT1000, Leica, Germany), kept in ice-cold PBS. For electron microscopy, the brain sections were post-fixed in 1 % osmium tetroxide in distilled water for 2 hours, stained overnight at 4 °C in an aqueous 0.5 % uranyl acetate solution, dehydrated in a graded ethanol series, infiltrated with propylene oxide and embedded in SPURR resin.
FIB-SEM needle-shaped sample preparation
The needle-shaped sample was prepared in a Helios Nanolab dual beam FIB-SEM (FEI company), equipped with a Ga + ion beam and a field emission gun SEM. The section was placed inside the FIB-SEM and a sequential set of images were analyzed using a slice-andview approach until a region of interest was found.
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A 4 µm thick platinum layer was deposited on the top surface in order to protect the selected region from implantation of Ga + ions ( Figure S1 (a)). The volume of interest was isolated by FIB milling over an annular area with an external diameter of 8 µm, leaving a central needle ~3 µm wide ( Figure S1(b) ). An additional rectangular trench was milled adjacent to the volume of interest, to allow the ion beam to reach the base of the needle and for it to be cut from the support. An Omniprobe micro-manipulator was then used to remove the needle, following a lift-out procedure [37] , and weld it to a specimen cartridge compatible with the Fischione onaxis tomography holder (model 2050). Further annular thinning was carried out by employing lower currents, down to a value of 20 pA for a target diameter of ca. 450 nm. Figure S1 (c)
shows a low magnification view of the needle. Care was taken to ensure that the needle was parallel to the holder axis. This is crucial for eucentric specimen rotation, and for automated tracking and focusing. FIB-induced damage to the structural integrity of the sample was not observed, although a thin layer of Ga+ ions was detected by energy dispersive X-ray spectroscopy, in agreement with [33] (see Figure S2 ).
Tomography experiment
The boxed region in Figure S1 can be appreciated in the video of the tilt series (movie S5). Following acquisition, the tilt series was re-binned by a factor of 2 and aligned by cross-correlation using Inspect3D (FEI company).
Weighted backprojection reconstructions were also performed using Inspect3D.
Although a needle provides a more restricted field of view in the xy plane (perpendicular to the electron beam) compared to conventional single-axis or dual-axis tomography using a slab-like section, a full tilt range with no missing wedge is accessible and the near-constant thickness profile of the needle sample enables acquisition of high quality data across the entire tilt series.
There is no loss of resolution at high tilt angles or encroachment of features in part of the tilt series leading to truncated projection artefacts (the 'region-of-interest' problem) [38] .
Compressed sensing electron tomography (CS-ET) reconstruction
To improve the reliability of the reconstructions from a limited number of projections, CS methods [39, 40] are explored and compared to WBP. CS-ET has recently been applied successfully to inorganic materials [41] [42] [43] [44] [45] , and was shown to be capable of generating high quality tomograms from a limited number of projections.
We give here only a brief description of the CS-ET algorithm. The foundation of CS theory and its application to ET can be found in [42] and references therein.
Principles of CS-ET
CS relies on two key principles: (1) sparsity (or compressibility) of the signal via an appropriate sparsifying transform, wherein the signal can be well-approximated in a more compact form (i.e. few coefficients with nonzero values); and (2) incoherence between the sampling and the sparsifying systems. In the context of CS-ET, acquiring projections around a tilt axis is, according to the Fourier slice theorem, equivalent to radial sampling in the Fourier domain.
This form of sampling of Fourier space has been shown to be sufficiently incoherent to allow the application of CS to ET [39] . Appropriate choice of the sparsifying transform is signal/object-dependent, with the aim to capture the salient information content of the particular signal using a small number of coefficients. Common transforms are spatial finitedifferences (leading to evaluation of the so-called 'total variation' (TV)) and wavelets, and simply the identity transform if the signal is intrinsically sparse in its native domain. TVminimisation is often suitable for objects consisting of homogeneous regions with sharp edges, while piecewise smooth signals can be represented sparsely in a wavelet domain. 
CS-ET applied to the needle-shaped sample
The CS-ET implementation used here was performed in MATLAB (MathWorks, Natick, MA) and is described in [42] . Reconstruction of the 3D tomogram was performed sequentially on independent 2D slices along the tilt axis. The images were first Fourier transformed to obtain radial samples of the object in the Fourier domain. An initial reconstruction was then obtained from the radial Fourier data using the non-uniform fast Fourier transform (NUFFT) developed by Fessler and Sutton [46] . In conjunction with the NUFFT, the conjugate gradient descent algorithm of Lustig et al. [39] was then used to solve the optimization problem defined by:
where ̂ is the reconstruction of the true signal x, Φ is the undersampled Fourier transform operator, b is the Fourier transform of the acquired tilt series, and Ψ is the chosen sparsifying transform. The ℓ 1 -norm term in (eq. 1) promotes sparsity in the chosen transform domain, and is defined as the sum of the absolute values. λ is a Lagrange multiplier that determines the relative importance of sparsity in the reconstruction. In essence, the algorithm promotes sparsity in the Ψ basis, subject to consistency with the measured data, which CS theory asserts is a powerful approach for recovering the signal.
For the needle-shaped specimen, sparsity was promoted in the image domain to retrieve the thin curve-like structures, and in the gradient domain for denoising purposes. In this case, (eq. 1) can be written as:
where Ψ is the identity transform, and and are weighting parameters that reflect the degree of sparsity imposed in the image and gradient domains, respectively. These and values were chosen by visual assessment of reconstruction quality on selected slices, aiming for the optimal trade-off between minimization of reconstruction artefacts and loss of genuine signal. In particular, was carefully chosen: setting too high would reduce the noise and streaking artefacts, but also lead to erroneous flattening of the edges (i.e. loss of high frequency details) and merging of closely spaced features. 
Visualisation and post-processing
Voxel projection views were generated in Avizo Fire (Visualization Sciences Group), while orthoslices through the tomographic reconstruction were produced in ImageJ [47] .
Resolution estimation was performed by calculating a Fourier Shell Correlation (FSC) curve in Bsoft [48] . Tomograms were calculated from even and odd members of the -90˚:1˚:+90˚ tilt series. A mask was then applied to the tomograms to restrict the FSC to the needle region, thus reducing the influence of the background (i.e. vacuum). The resolution estimate was determined at a threshold of 0.3. The algorithm implemented in Bsoft is described in details in [49] .
The quality of the reconstructions was also assessed by calculating the peak signal-to-noise ratio (PSNR). This was estimated using the SNR plugin provided by the Biomedical Image (eq. 3) In addition, segmentation can be performed more readily and robustly than on reconstructions from limited angle datasets. To illustrate this, Figure 2 shows results of automated thresholding using the Bernsen method [50] to segment the synaptic vesicle shown in Figure 2 (a). When projections spanning the full tilt range are available, the vesicle is reliably segmented with uniform visibility of the membranes. If, however, the tilt range is artifically reduced to mimic the restricted tilt range of a conventional slab-like section, the missing wedge of information induces blurring and elongation. Automated segmentation routines then fail to retrieve membranes whose normals lie in the missing wedge. The continuity of the vesicle is then lost, and manual segmentation with prior knowledge about the expected shape would be necessary to attempt to label such features -a challenging and subjective task.
RESULTS
Isotropic ET reconstructions
Missing wedge artefacts are especially pronounced when seeking to image objects that have elongated features perpendicular to the optic axis. In this case, the features are partially or completely lost due to important Fourier components lying in the missing wedge. This can be appreciated in Figure 2 by noting how the horizontal portion of the postsynaptic membrane (indicated in red inset) becomes faint as the tilt range is reduced. Similar critical loss of information has been demonstrated previously, e.g. concerning CdTe tetrapods [51] , block copolymers with cylindrical microdomains [52] , and actin filament networks [24] . Dual-axis tomography partially, but not entirely, reduces these artefacts [26, 51, 52] . Full tilt range on-axis tomography of such structures within a needle-shaped specimen, however, completely eliminates them. To further illustrate the improvements, a region of the needle containing the mitochondrion, with both vertical and horizontal cristae, was selected for additional analysis. Figure 3 shows a cross-sectional slice from a reconstruction with no missing wedge, and reconstructions using a restricted angular range of ±60˚. The anisotropic degradation caused by a limited tilt range is shown by simulating two different missing wedge directions (see Figure S3 ). Horizontal membranes are absent when the missing wedge direction is vertical (Figure 3(b) ), vertical membranes are absent when it is horizontal (Figure 3(c) ), while the reconstruction from the full tilt series (no missing wedge) retrieves all features (Figure 3(a) ). Moreover, closely spaced features that are clearly separated in a full tilt range reconstruction are erroneously merged in the limited angle reconstructions; see for example the falsely merged features indicated by the vertical arrows in the insets of the top images in Figures 3(b,c) . 
CS-ET for 3D cellular imaging
In this work, we took advantage of the availability of a full tilt range experimental dataset to explore compressed sensing (CS) reconstruction approaches, with the aim to improve the fidelity of the reconstructions and reduce the total dose without loss of structural information.
WBP reconstructions from datasets with a full tilt range but a large tilt increment suffer from severe artefacts and low SNR. The fidelity of the CS-ET reconstructions can be quantified using the peak-signal-to-noiseratio (PSNR), with the fully sampled reconstruction as a reference ( Figure 5 ) [53] . Although this is only one of many possible measures of the reconstruction fidelity, it suffices to reinforce the trends clearly visible in Figure 4 : for highly sampled datasets, WBP and CS-ET have a similar PSNR, but as the number of projections is reduced, CS-ET consistently achieves visually interpretable reconstructions with high PSNR values. This is key to permitting reliable segmentation, even when just 26 projections are used for reconstruction. A reduced number of projections, and therefore total dose, implies that using CS-ET type reconstruction algorithms it is now possible to characterize samples that have previously been considered too beam sensitive for ET. Interestingly also, spreading the dose over fewer projections may lead to higher fidelity reconstructions using regularization techniques. More generally, in the context of further reconstruction algorithm development, the full tilt range datasets possible using a needle sample can be used to empirically evaluate advanced reconstruction algorithms and the limits in which further post-processing can be robustly applied, such as automated labelling and template matching methods.
DISCUSSION
Accurate 3D cellular density maps obtained by ET are critical for successful docking of macromolecular structures derived from higher resolution imaging techniques, such as single particle analysis, X-ray crystallography or nuclear magnetic resonance [54] . The needle-like geometry offers a way to generate faithful cellular landscapes with isotropic resolution. The constant thickness throughout the tilt series implies that fields of view of a few microns are accessible, potentially including whole cells and organelles. A resolution of 6.3 nm was estimated by Fourier shell correlation ( Figure S4 ), which could be improved by exploring other imaging conditions for the same sample thickness [10] . Ultimately, there is almost always a compromise between field of view and resolution, according to the Crowther criterion [3] . ET of needle-shaped specimen may be considered as a complementary technique to FIB-SEM tomography, which can image larger volumes but whose spatial resolution is highly anisotropic. Each slice imaged in the FIB-SEM process has a lateral resolution governed by the SEM optics and sample interaction; typically 3-4 nm [34] , with the possibility to reach 1 nm [32] . However, slice thicknesses of (at best) 5-10 nm lead to a depth resolution of [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] nm (according to Nyquist criterion).
Identifying a region of interest for ET is a challenge in biology and usually involves correlative light and electron microscopy, and the screening of many slab-like sections [55] . A similar challenge is faced when preparing needle samples. One approach to identify a buried region of interest would be to follow the correlative TEM and FIB-SEM approach suggested by Hernandez-Saz et al. [56] : a thick section can be prepared by FIB-SEM and marked with features that are visible both in TEM and SEM. The region of interest is then identified by TEM and a needle is subsequently milled by FIB-SEM.
As seen in movie S5, and after comparison of the first and last image acquired in the tilt series, little shrinkage (< 2 %) and beam damage was observed, even though the dose was not optimized in this particular experiment. This may be attributed to the conductive Ga + layer acting as a protective and stabilizing shell, and suggests that higher doses could be employed on FIB-prepared samples, both at room temperature and in cryogenic conditions [33, 57] . The advantages of a similar metallic layer in close proximity to a biological specimen were reported recently by Russo et al. [58] using gold support films for cryo-microscopy.
Finally, while WBP is the most widely used algorithm in biological ET, we show that CS is capable of producing high fidelity reconstructions even when applied to datasets with significant angular undersampling (i.e. large tilt increment). Further undersampling may be achievable by spatial low-dose acquisition strategies using the scanning mode. Since CS-ET resolution is dependent on fine scale sampling of the projections [59] , one approach to speed up the acquisition is to scan the beam to acquire data at only selected (e.g. randomly chosen)
pixel positions while keeping a large frame size (say 2048x2048), and use inpainting algorithms to retrieve the full frame [53, 60] . In particular, as recently shown by some of the authors [60], a dose reduction of 10x is possible when pixel subsampling is combined with angular subsampling and CS reconstruction. We believe this undersampling approach will prove to be advantageous for ET experiments in both life sciences and materials science. In general, using CS approaches and prior knowledge, acquiring relatively few data points (pixels in each image and/or number of projections in a tilt series) but each with relatively high SNR may lead to an improved reconstruction compared to the conventional dose fractionation approach. Most interestingly, templates of macromolecular structures could be used as prior knowledge, effectively performing the reconstruction and docking simultaneously, compared to the classical post-processing steps of denoising followed by template matching.
CONCLUSIONS
In summary, we have shown how needle-shaped specimens offer a new approach for ET of biological structures without missing wedge artefacts. High fidelity 3D reconstructions with an order of magnitude reduction in dose are now achievable using a needle sample geometry combined with CS reconstruction.
